I. INTRODUCTION

S
TROKE is currently one of the leading causes of mortality worldwide and is responsible for long-term disability representing a substantial portion of the global healthcare cost. Although lifestyle adjustments have constantly reduced its incidence in the past years, the burden is expected to increase in the future due to increasing life expectancy [1] . Ischemic stroke caused by vessel occlusion following atherosclerotic disease accounts for 80% of cerebrovascular events, and an early intervention by carotid endarterectomy or stenting has proven beneficial in patients with severe carotid stenosis, i.e., ≥ 70% narrowing [2] - [4] . On the contrary, surgical treatment is not recommended among patients with mild or moderate stenosis [3] .
The measurement of peak-systolic velocity (PSV) via spectral Doppler ultrasonography (SDU) is widely accepted for the grading of stenosis in the carotid arteries (CAs) [5] , [6] . Under the assumption that the velocity correlates with the degree of vessel narrowing, PSV can be used to discriminate which patients must undergo surgical or medical treatment through a noninvasive and risk-free procedure. In particular, SDU examination is recommended in presence of severe stenosis, where artifacts and aberrations make it challenging to grade the disease using B-mode images alone [6] .
Despite continuous technological improvements, SDU measurements are still affected by several limitations [5] . First, the velocity magnitude can be only quantified in a single location or a limited number of locations along the probing beam. Second, the velocity estimation is limited to the component parallel to the beam direction, and the operator is normally required to manually compensate for the beamto-flow angle. The identification of the flow angle can be cumbersome, in particular, in the presence of vessels with severe and morphologically complex stenosis. In addition, the angle can be expected to change over the cardiac cycle. As a consequence, the accuracy and precision of SDU are prone to the system-and operator-dependent errors that impair the role of diagnostic ultrasound as a reliable tool for the grading of CA stenosis [7] . Several studies have shown that varying insonation angles in SDU measurements provide considerable differences in PSV resulting, in many cases, in uncertain grading of the stenosis [7] , [8] . The issue is worsened by the lack of a broadly accepted consensus on whether an insonation angle equal to or ≤ 60 • must be used for the measurement of PSVs [7] .
Vector flow imaging (VFI) estimates both the velocity magnitude and angle and eliminates the need for manual angle adjustments, therefore, potentially improving the reliability of quantitative velocity measurements [9] . Several VFI methods have been proposed based on multibeam approaches [10] , [11] , speckle tracking [12] , and transverse oscillations (TOs) [13] , [14] . The estimation of velocity vectors was also combined with parallel acquisition techniques for synthetic aperture (SA) and plane wave (PW) imaging to achieve high frame rates and a high precision [15] - [18] .
Furthermore, the estimated magnitude and angle were used to correct and improve the Doppler spectrum calculation [19] , [20] . A comprehensive review of VFI methods and applications can be found in [21] - [23] .
A number of studies have been published aiming to validate the VFI velocities in the CAs in vivo. Hansen et al. [24] investigated the equivalence between three VFI implementations against magnetic resonance angiography (MRA). Pedersen et al. [25] compared PSV, end-diastolic velocity (EDV), resistive index (RI), and flow angle obtained by VFI implemented on a commercial platform with SDU measurements. Tortoli et al. [26] measured the PSV in healthy volunteers and patients with CA stenosis using two VFI methods and performed a comparison with SDU. The two methods were based on an angle tracking approach [27] and PW vector Doppler [28] . Recently, Jensen et al. [29] investigated the accuracy and precision of PW VFI by comparing measured velocities with computational fluid dynamic simulations and MRA measurements. A recent study, using a convex array comparing VFI and SDU for the portal vein in the liver scanned in subcostal and intercostal views, showed that VFI results were consistent in the two views but SDU was not, indicating that a poor beam-to-flow angle in SDU can yield inconsistent results [9] .
Alongside, the support for high-frame-rate imaging, parallel techniques have the advantage of providing continuous data acquisition, which makes the velocity field available at any time in the entire image. However, PW and SA implementations have very high demands in terms of calculations per second and data rates as a full image has to beamformed for each emission using all transducer elements. This has so far precluded real-time implementations of SA and PW vector flow on commercial ultrasound systems. A 2-D VFI method was recently proposed for a portable ultrasound system based on a hand-held probe for the acquisition of the data connected via wireless or Universal Serial Bus (USB) to an external mobile device, where the processing is performed [30] . The method combines SA sequential beamforming (SASB) [31] and directional TO [32] to lower the data rate and computational requirements. For this approach, a simple, static first-stage beamformer sums all the element signals to one signal for each emission. This reduces the data rate and processing demands by a factor equal to the number of active elements, which is between 64 and 192, while retaining the advantages of an SA acquisition sequence.
The objective of the current study is to investigate the beamto-flow angle variation across the cardiac cycle and its influ- ence on SDU estimates and to validate the imaging sequence developed in [30] . The evaluation is performed in vivo on healthy volunteers and compares quantitative velocity metrics measured with both VFI and SDU. Seventeen volunteers were scanned on the left and right common CA (CCA) for a total of 34 data sets. The precision of VFI in the detection of beamto-flow angle, PSV, and EDV was evaluated. PSV, EDV, and RI measurements using VFI and SDU were compared to examine the presence of a statistically significant correlation between the two methods, and the variation of the beam-to-flow angle over the cardiac cycle was estimated along with its influence on current SDU measurements.
II. MATERIALS AND METHODS
A. Data Acquisition
Seventeen healthy volunteers entered the study (13 males and 4 females; age: 24-43 years; mean age: 30.2 years). The study was approved by The Danish National Committee on Biomedical Research Ethics [Approval number: (KF)07307579]. Both the left and right CCAs were scanned after the volunteer had been resting for approximately 10 min to ensure stationary flow conditions. The scans were performed by an experienced radiologist (Kristoffer Lindskov Hansen) approximately 2 cm below the carotid bifurcation in a longitudinal view. For each CCA, the measurements with SDU and VFI were performed in sequence.
A commercial ultrasound scanner (BK5000; BK Ultrasound, Herlev, Denmark) was used with a 4.1-MHz linear array transducer (Linear Array 8L2; BK Ultrasound) for the SDU measurement. A range gate was positioned at the center of the vessel, and the beam direction and scan settings were tuned for an optimal spectral velocity estimation [33] . A cursor was moved parallel to the vessel wall for angle compensation. In Fig. 1 , an example of the duplex view is shown for one volunteer. The PSV, EDV, and RI were recorded from the scanner for each volunteer. In this system, quantitative metrics are calculated from 8 s of the SDU data. No additional information was provided by the manufacturer regarding the estimation of quantitative metrics.
For the VFI measurement, the same transducer was connected to the SA Real-time Ultrasound System (SARUS) scanner [34] . The acquisition was performed using the sequence described in [30] , consisting of six flow emissions interleaved with one B-mode emission. The pulse repetition frequency (PRF) was equal to 15 kHz, giving an effective PRF of 15/(6 + 1) = 2.1 kHz. The intensities and mechanical index (MI) of the sequence were measured prior to the scan session. The MI was equal to 0.91 and the derated I spta was 305.74 mW cm −2 , in compliance with the US Food and Drug Administration regulations [35] , [36] . The vessel was identified using a preview in MATLAB (The MathWorks, Inc., Natick, MA, USA), and 8 s of the element data were subsequently stored. The preview was not available during the acquisition of the data. The VFI measurement was carried out right after the SDU with the volunteer kept in resting position.
B. Processing
The processing of the VFI data was performed offline in MATLAB, and the high-resolution images (HRIs) were beamformed using the BFT3 toolbox [37] . A dual-stage clutter filter consisting of a moving average subtraction and an energy-based filter was applied to remove the tissue signal from the flow data as described in [30] and [38] . The energy-based filter was selected due to its improved ability to separate the stationary component from the flow component as demonstrated in [29] and [38] . The lateral and axial velocities were estimated using 16 HRIs by means of a 2-D autocorrelation estimator [32] , and the velocity ranges were shifted to fit the expected velocity values and limit the influence of aliasing [30] . Finally, a median filter was applied within a temporal window of 10 ms and a spatial window of 0.5 × 0.5 mm 2 .
The processed VFI and B-mode images were displayed overlaid using a visualization tool developed in-house in MATLAB. The velocity magnitude and angle were encoded using a color wheel as shown in Fig. 2 . The frame rate was 300 frames/s for the VFI and 33 frames/s for the B-mode images. The video sequence was paused during the peak systolic phase to obtain the best possible indication of the vessel extent, and a region of interest (ROI) was placed by a radiologist (KLH) at the center of the lumen resembling the dimensions of the SDU range gate (blue box in Fig. 2 ). This operation was performed blinded to the corresponding result of the SDU measurement.
C. VFI Performance Evaluation
The velocity magnitudes and angles inside the selected ROI were used for the performance evaluation and for the estimation of quantitative metrics. A 2-D median filter was first applied spatially over the ROI obtaining magnitude and Fig. 2 . Example of visualization for the VFI measurements. The processed VFI and B-mode images were displayed overlaid. The velocity magnitude and angle are encoded using the color wheel in the bottom-right corner, and the arrows show the local velocity vectors. An ROI (blue box) was placed by a radiologist at the center of the lumen resembling the dimensions of the corresponding SDU range gate. Fig. 3 . Median velocity magnitude (top) and angle (bottom) into the ROI for data set 3. The magnitude peaks (red circles) were identified using a MATLAB routine, and the mean PSV value and SD were calculated from 8 s of the VFI data. The end-diastolic phase was defined as the interval between 80% and 90% of the cardiac cycle. The magnitude values used in the calculation of the mean EDV and SD are displayed in red. The velocity angle for 8 s of VFI data are shown in the bottom.
angle waveforms as a function of the time. Example waveforms for data set 3 are shown in Fig. 3 , where the median magnitude into the ROI is displayed in the top and the median angle is displayed in the bottom for 8 s of the VFI data. The magnitude peaks (red circles) were identified using an automatic MATLAB routine, and the mean PSV value and standard deviation (SD) were calculated from 8 s of the data. The position of the peaks was used for the identification of the end-diastolic phase, defined as the interval between 80% and 90% of the cardiac cycle. The magnitude values considered for the mean EDV calculation are displayed in red in Fig. 3 (top) . The RI was calculated from the mean detected PSV and EDV as (PSV-EDV)/PSV. 
D. Mean Profiles and Estimation of Angles
Mean profiles were calculated from the magnitude and angle waveforms in Fig. 4 . The peak positions of the autocorrelation functions were used to find the mean cardiac cycles in the 8 s of the VFI data. The waveforms for the individual beats were then aligned through a cross correlation to eliminate beat-tobeat variations. The mean and SD were calculated from the aligned waveforms and are displayed in Fig. 4 for the same volunteer. Fig. 4 (top) shows the mean magnitude profile in red and the SD as the shadowed gray region. For this volunteer, the relative SD averaged over the duration of the cardiac cycle was 4.43%.
The corresponding angle estimates are shown in the following with the same time axis. The mean angle across the whole cardiac cycles is 93.95 • , range 69.22 • -134.48 • , precision = 8.43 • (4.68% relative to 180 • ). The velocities around 0.4 s are low at the onset of the diastolic phase. At such high angles, the axial velocity is low, and the echo canceling removes most of the signal energy, thus, making the axial velocity estimation inaccurate in the diastolic phase. This is reflected in the large spikes for the angle estimates, which are considered outliers. Consistent angle estimates with few outliers can be found in the systolic phase. Defining it as the first 30% of the full cardiac cycle gives an angle span from 69.22 • to 104.78 • with a precision of 7.47 • (4.15%). 
E. Statistical Analysis
The measured quantities from n = 34 CCAs were considered independent in the statistical analysis. The PSV, EDV, and RI measured with VFI and SDU were compared using Bland-Altman plots to evaluate the differences between the two methods. The mean difference and the 95% limits of agreement (LOA), defined as the mean ±1.96 SD of the difference, were reported.
The presence of a statistically significant linear relationship between the pairs of variables measured with the two methods was examined by using a Pearson bivariate correlation analysis. The strength of the correlation was evaluated with the correlation coefficient r , and a p-value ≤ 0.05 was considered statistically significant. The statistical analysis was performed in RStudio 1.1.442.
III. RESULTS
A. VFI Performance Evaluation
The PSV and EDV estimated from the 34 measured CCAs are reported in Fig. 5 . The red squares and blue asterisks show the estimated PSV and EDV, respectively, and the whiskers show the SD. The averaged SD was 0.027 ms −1 for PSV and 0.030 ms −1 for EDV.
B. Comparison Between VFI and SDU
A box-and-whisker plot of PSV and EDV measured with VFI and SDU is displayed in Fig. 6 . Each box spans the first quartile to the third quartile, the segment inside the rectangle shows the median, and the whisker shows the minimum and maximum measured values. The mean ± SD is reported in Table I for the measured PSV, EDV, and RI. Fig. 7 shows the scatter plots for (a) PSV and (b) EDV measured with SDU and VFI. The solid line displays the linear regression, and the shadowed area is the 95% confidence interval. Results from the Pearson correlation analysis are reported in Fig. 7 and summarized in Table II . Table III .
C. Angle Variation
The angle variation across the cardiac cycle was estimated for all data sets. A typical example for data set number 3 is shown in Fig. 4 . The red curve in the bottom graph is the mean angle and the gray-shaded area indicates one SD (the precision). There is a clear change in the angle of −24.7 • during the systolic acceleration phase. This is 3.3× the angle SD of 7.47 • . The angle estimates are, thus, deviating from the main direction in the cardiac cycle and could indicate flow slightly moving downward toward the vessel boundary. The angle deviation in the systolic phase was calculated for all data sets and is shown in Fig. 9 , where the mean angle across the cardiac cycle has been subtracted and the deviation from this is plotted. The red vertical curves show the precision for the estimated angle as ±1 SD. The green curves are the SD of the mean curve found by averaging across all heart beats. This SD is calculated by dividing the variance of the angle estimates by the number of cardiac cycles and is the estimated SD of the mean curve for all the aligned cardiac cycles. The maximum and minimum detected angles for the mean angle curve are shown as the blue circles and red squares. This shows the largest angle deviation in the mean curve for the systolic part of the cardiac cycle. Across all data sets, the averaged SD 
IV. DISCUSSION
In this study, a 2-D VFI method developed for a portable ultrasound scanner was investigated in vivo, and a comparison study was performed against SDU to reveal whether the two methods are statistically equivalent with respect to the detection of quantitative flow metrics and to evaluate the influence from the beam-to-flow angle. Average SDs of 4.43% and 7.47 • were calculated for the mean magnitude and angle profiles in Fig. 4 , demonstrating the consistency of the detected velocities over the acquisition time. The performance of VFI in the detection of PSV and EDV was evaluated, with an average SD of 0.027 ms −1 for PSV and 0.030 ms −1 for EDV.
PSVs measured with SDU and VFI showed a highly significant correlation (r = 0.6, p ≤ 0.001).
In Fig. 5 , a higher SD was measured for CCAs number 4 and 21, where clutter filtering faults caused errors in the velocity estimation. The energy-based clutter filter employed in this study (second stage), although necessary for an effective attenuation of the clutter from the moving tissue, relies upon an energy threshold [38] . The selection of the threshold is critical to the performance of the estimator and can bias the estimated velocities, as discussed in [30] . A single threshold was used for the 34 CCAs, even though varying signal amplitudes can be expected from a broad population. Further research is needed to determine the energy threshold in an adaptive way, as highlighted in [38] .
The Bland-Altman analysis for the PSV in Fig. 8 showed a systematic bias of SDU with respect to VFI with a mean difference of 0.31 ms −1 . The result is in good agreement with what previously found in [26] , where an overestimation of about 0.2 ms −1 was observed with lower average velocities compared with those detected in the current study (0.806 ms −1 against 1.08 ms −1 for SDU and 0.59 ms −1 against 0.77 ms −1 for VFI). A trend toward higher deviations for larger PSV values can also be seen in Fig. 8 . This overestimation can partly be attributed to spectral broadening effects in SDU [39] - [41] and from deviations in angle (see in the following). Furthermore, in the commercial platform used in this study, quantitative measures are estimated from the envelope of the spectrum, displayed in Fig. 1 as a continuous green line. This is expected to further contribute to the positive bias of SDU. The two methods showed a highly significant correlation in the measurement of PSVs (r = 0.6, p ≤ 0.001), conversely to what was previously found in [25] . The result is probably due to the improved temporal resolution, which allows for a better detection of the peaks in the magnitude profile.
A slightly positive bias was found for the SDU measurement of EDVs compared with VFI with a mean difference of 0.08 ms −1 . However, the two methods showed a poor correlation and no statistical significance (r = 0.29; p > 0.05). The EDV is also the most difficult velocity measure to estimate due to the low velocity, and hence influence from the echo canceling filters, which removes much of the energy at low velocities. Furthermore, it is unknown how the EDV is estimated in the commercial scanner, therefore it is difficult to compare the two measurements. A negligible bias was found for the RI, and the study showed a low correlation between SDU and VFI with no statistical significance (r = 0.23; p > 0.05). This is probably due to the bias of both PSV and EDV affecting the RI value.
The VFI estimated beam-to-flow angle and its variation in systole has also been investigated. Fig. 9 shows that for each data set either the minimum or maximum angle is close to one SD of the estimates. This is when either the blue circle or the red square is near the value of the red vertical bar for each data set. The opposite value for the maximum or minimum angle is significantly larger than the SD by a factor of 2 to 4. This indicates a motion away from the mean angle in a direction either toward the transducer or away from it. The flow, thus, seems to deviate from the vessels center axis at peak velocities depending on whether the ROI is below or above the center axis. These deviations are between 10 • are 25 • and indicate that the angle during peak systole does not follow the vessel boundary, but rather deviates from it.
This deviation can be due to physiological angle variations in different phases of the cardiac cycle. A similar angle variation can be expected for the SDU measurement. It is worth noting that an error of ±5 • at an insonation Fig. 9 . Angle deviation from the mean beam-to-flow angle for all data sets for the systolic part of the cardiac cycles (first 30% of the cardiac cycle). Red vertical curves: estimated SD of the angle. Green curves: precision of the mean angle curve across all heart beats for the individual data sets. Blue circles: largest detected angles for the mean angle curves. Red squares: minimum angles.
angle of 60 • gives a velocity error of approximately 30% in the SDU measurement.
Finding the peak velocity in the cardiac cycle demands a good angle determination, as this directly scales the velocity found. In current commercial scanners, the angle is aligned with the vessel wall, but during the peak acceleration phase, the flow angle seems to change due to the expansion of the vessel also seen in the B-mode image.
The beam-to-flow angle could therefore be incorrect for SDU. Having a range gate covering the central part of the vessel will worsen the problem as the flow deviation pointing toward the vessel boundary will make the actual angle smaller and thereby increase the axial velocity component measured in SDU. The peak velocity would be overestimated, which is also consistently seen for the results here. Furthermore, there is no method to consistently compensate for this, as the true angle deviation cannot be known in SDU, but can readily be found in VFI. The wrong angle correction will also affect RI through the PSV.
The angle variation across the cardiac cycle has been used for calculating the likely range of velocities from SDU, when the angle spread is included. The angle variation across the systolic phase estimated by VFI has been used for compensating the angle used in SDU. The spread in angle during systole was added and subtracted from the SDU angle, and this yields a range of possible PSV estimates. This is shown in Fig. 10 , where the overestimation from spectral broadening has been compensated for by scaling the SDU PSV values to 90% of the estimated value. The red vertical lines indicate the possible PSV range and the green vertical curves are the ranges for the VFI peak velocities. There is no full consistency between SDU and VFI but in 15 cases the possible SDU PSV values overlap the VFI estimates.
The accuracy and precision of SDU are significantly influenced by the fact that a single value is used for angle correction [7] , [9] . Several studies have shown that varying insonation angles in SDU measurements provide considerable differences in PSV, resulting, in many cases, in uncertain grading of the stenosis [7] , [8] . It was shown in [9] , when estimating peak velocities in the portal vein that inconsistent results were found for two different views for SDU, whereas results were consistent for VFI. The issue is worsened by the lack of a broadly accepted consensus on whether an insonation angle equal to 60 • or ≤60 • must be used for the measurement of PSVs [7] .
The results shown here indicate a rather large angle variation during the systolic phase with deviations in the range of 20 • -30 • . Compensating SDU PSV estimates with this brings some VFI and SDU PSV estimates in agreement. These angle estimates are, however, also affected by a number of factors in the VFI setup. The axial velocity estimator used has a limited velocity range due to both the reduced f prf from the length of the SASB sequence and the coupling with the lateral velocity component [42] . This made it necessary to compensate the velocity range for the axial velocities, as it exceeded the aliasing limit during peak systole. The high-resolution data for velocity estimation are also summed over six emissions, and this will, at high velocities, decorrelate the data, so the summation is out of phase resulting in higher side lobes [43] . This increases the influence from the vessel wall signal, which can bias the velocity estimate, if the echo canceling does not full suppress tissue components.
The velocity range compensation for high velocities can be avoided by using a newly introduced interleaving scheme for SA flow imaging [44] , [45] . Here, the individual emissions are repeated, and the effective PRF f prf, eff = f prf /N, where N is the number of emissions in the sequence, is replaced by f prf . This effectively increase the maximum detectable velocity by a factor of N, which is significant for patients with stenosis typically having peak velocities of 2-4 m/s.
The VFI method allows for the detection of quantitative metrics without any manual angle adjustments while significantly alleviating the burden of SA imaging sequences in terms of data rates and computational requirements. The VFI approach presented here uses a dual-stage beamforming and a relatively inexpensive velocity estimator based on directional TO. The processing demands are a factor of 64× to 192× lower than for full implementations of SA flow imaging [46] , [47] . Furthermore, data rates as low as 14 MB/s were proven sufficient for achieving real-time imaging performance using an emulated wireless probe and a commercially available tablet, where the processing was carried out with a frame rate of 26 frames/s [48] . However, the sequence can reach a maximum frame rate of 2140 frames/s, enabling the visualization of complex hemodynamic patterns like the formation of vortices in the internal CAs [49] - [51] . In addition, the 2-D VFI method provides quantitative velocities in the entire image continuously [49] , enabling the possibility of retrospective quantitative measurements [16] , [18] , and it has the potential to solve the problem of sample volume placement in SDU measurements [52] . The main drawback of SASB VFI compared to the full data acquisition for SA or PW VFI in [29] , [49] , and [50] is the higher side-lobes, which results in an increased SD for the estimates. Also, the field-of-view is more restricted, as the beams have to overlap to yield a functional TO.
The main limiting factor of this study was the low number of volunteers. Furthermore, only healthy subjects were considered, and higher velocities proper of stenotic vessels were not tested. A third reference method like MRI could also be added, although this has a limited spatial and temporal resolution making precise comparisons difficult. In addition, no interobserver or intraobserver studies were performed. The absence of a preview during the VFI acquisition made the measurements potentially affected by movements of the probe affecting the precise placement of the scan plan in the middle of the vessel, which could not be detected during the scan. It is worth pointing out that visual and acoustic feedbacks were used for the placement of the range gate during SDU measurements, while this was not available during the VFI acquisition on the research scanner. In addition, VFI and SDU measurements were not performed simultaneously.
V. CONCLUSION
The results of this study demonstrated that velocities estimated using a VFI approach developed for a portable ultrasound scanner can be used for the measurement of PSVs in the CCAs, alleviating the problems of sample placement and angle correction of SDU that hinder its reliability in the grading of CA stenosis. The overall precision of the velocity estimates was 5.6% across all measurement sets and the angle could be determined with an overall precision of 4.9 • , which is significantly lower than the 20 • -30 • angle variation estimated during the systolic phase. The VFI method, thus, offers a method for making quantitative estimates of the peak velocity in the CA without angle correction. The study has also shown that a single, fixed angle correction with SDU can be dubious, as the angle probably is not constant during the cardiac cycle and does in general not follow the vessel wall at peak systole.
The method can be implemented on a commercial tablet and opens the possibility of spreading ultrasound imaging to a broader user population. Velocity profiles like the ones in Figs. 3 and 4 could be displayed in place of the SDU waveform. These profiles can be obtained everywhere in the VFI image, allowing for extended multigated measurements. The measurements can be conducted respectively, as all the velocity estimates are available continuously in the image, and the data rates and real-time processing demands are within the reach of a standard PC or tablet.
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